Noneffect of isoniazid on urine glucose tests.
Isoniazid has been shown by in vitro study to reduce Clinitest tablets. The effect of isoniazid on urine glucose tests was investigated in 30 patients by comparing commonly used glucose oxidase methods to Clinitest. Study results indicate that isoniazid does not cause clinically significant interference with the copper reduction method for urine glucose determination.